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A identificação de bactérias é um dos principais 
componentes do diagnóstico de infeções patogénicas. De 
modo a se conseguir obter uma identificação podem ser 
aplicadas diferentes técnicas, tais como, diferenças de 
fenótipo, comparação de sequências de ADN e a 
comparação do conteúdo proteico das bactérias. Quando 
se compara a identificação bacteriana com recurso à 
espectrometria de massa MALDI-TOF com as 
metodologias alternativas, podemos destacar diversas 
vantagens: menor custo por análise, menos tempo para 
obtenção de resultados e um maior poder 
discriminatório.  
Este trabalho tem como foco o desenvolvimento de uma 
nova aplicação capaz de identificar bactérias com 
recurso a espectrometria de massa. O trabalho foi 
iniciado com a extração proteica das amostras e a 
aquisição dos perfis de massa dessas bactérias. De 
seguida, prosseguiu-se com o desenvolvimento de uma 
aplicação para a identificação de bactérias com base na 
comparação dos perfis de massa da amostra e dos perfis 
contidos na base de dados.  
Usando a aplicação desenvolvida conseguiu-se 
identificar corretamente tanto bactérias Gram-positivas 
como Gram-negativas. Quando uma identificação da 
estirpe não foi possível, a aplicação permitiu a 
identificação da espécie bacteriana e no caso de a base de 
dados não conter nenhuma entrada que correspondesse a 
estirpe ou espécie da amostra, os scores obtidos eram 
suficientemente baixos para uma eventual identificação 
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Identification of bacteria is a major part of the diagnosis of 
a pathogenic infection. In order to positively and 
confidently identify the bacteria, different techniques can 
be applied. These techniques are based on different 
principles, such as phenotypic differences, DNA 
sequences comparison, mass spectrometry (MALDI-TOF) 
and the protein content of the bacteria. From comparison 
of MALDI-TOF for bacteria identification with the other 
methodologies available, several advantages can be 
highlighted: lower cost per identification, faster results 
and higher discrimination power. 
This work focus on the development of a new application 
capable of identifying bacteria using MALDI-TOF mass 
spectrometry. It started by the protein extraction of the 
samples and the acquisition of the mass profiles of those 
bacteria. This work proceeded with the development of an 
application to identify bacteria by comparing the mass 
profile of an unknown sample with the mass profiles of the 
bacteria in our database. 
Using the developed application it was possible to identify 
both Gram-positive and Gram-negative bacteria to the 
strain-level. When an identification to strain-level was not 
possible, it was possible to identify the bacteria to the 
species-level and in the case the database did not contain 
an entry of the same species as the sample, the score values 
were low enough to disregard a possible identification, 
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Bacterial infections are a major concern in clinical environments. Diseases 
caused by bacterial infection require quick diagnosis for the appropriate management. For 
example, it is estimated that three quarters of the children will have an episode of Acute 
otitis media (AOM), an infection of the middle ear space which can be caused by different 
bacteria (1). Some of the bacteria associated to AOM are Streptococcus pneumoniae, 
Haemophilus influenza and Moraxela Catarrhalis (2) and depending on the type of 
bacteria, different treatments may be required. Moreover, other complications may 
emerge when it comes to bacterial infections: different strains of the bacteria do have 
different antibiotic resistance and hence the use of an incorrect treatment can stimulate 
the bacteria strains to develop even further resistance. Furthermore, the overall burden 
associated with bacterial infections, especially with antibiotic-resistant infections is very 
high. For instance, in USA the estimated annual cost of the treatment for these infections 
is around $16 billion dollars, based on the year 2000 reports, whereas in the European 
territory around 1,5 billion euros, based on 2007 reports (3). 
In a clinical environment is sought for each single patient an accurate 
identification of bacteria causing the infection, namely, a pathogenic or simply a 
colonizer; to conceive the correct treatment, its extent and finally, the appropriate 
approach to seek, mitigate and/or eliminate the infection (4). The main requirements for 
a clinical bacteria identification system are reliability, the ability to differentiate between 
closely related species, the time needed to obtain a positive identification and the cost of 
the method (5). Those approaches are based in different traits such as phenotypic 
differences, genotyping and the content of the cell, among others (6). There is also a great 
interest in the development of new techniques that are more cost-effective, more reliable 
and less time-consuming. For that purpose and to ensure the correct diagnosis different 
techniques can be applied. 
 
1.1 Methodologies for Bacteria Identification 
In order to undertake a correct bacteria identification different methodologies 
have been used throughout the years, due to several factors some of them are more 
common on clinical environments than others. Some of the factors that are needed to 
consider when evaluating the usefulness of the different methods are, for example, the 
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accuracy, the false positive/negative rates and the cost per analysis. The time consuming 
required for each method is of concern, since the swiftness of the identification can have 
a major impact on clinical management (7). Different methods have been suggested 
throughout the years, with one of the early ones being the approach suggested by Abel et 
al. (8), which made use of gas chromatography (8). This study dates back to 1963 and 
focused on the lipid composition of the microorganisms. The results obtained showed that 
it was possible to identify the microorganisms using gas chromatography and they 
suggested that proteins or amino acids could also be used. The bacteria used for their 
study belongs to the Schizomycetes class, whereas they successfully obtained different 
lipid profiles for the different species, which suggests that this type of analysis could 
possible identify different bacteria (8). This method used a comparative algorithm to 
match the unknown organism methyl-ester profile with profiles on a database (7). 
However, this method was only accurate to the class level. 
 
1.1.1 Phenotypic and Biochemical Methods 
Traditionally, the most common methods used in clinical environments are 
based on the phenotype of the analysed bacteria and the monitoring of biochemical 
reactions (4). The classical phenotypic approach comprises data of morphological, 
physiological and biochemical features of different bacteria (9). The use of just one of 
these features had showed to be insufficient to produce a suitable identification. However 
the combination of all those features showed an increase in the identification reliability 
(9). The morphological features are based on the shape and size of the cell, Gram staining, 
among others, as well as colour, dimensions and form of the colony (9). Physiological 
and biochemical features often analysed are the growth of the culture on different 
temperatures, pH levels, salt concentrations or atmospheric conditions, growth in the 
presence of a set of substances (for example antimicrobial agents and metabolization of 
certain compounds) (9). One of the key problems using this approach is the 
reproducibility within and between different laboratories (9). 
The analysis of biochemical processes is also commonly used and one of the 
suggested procedures available at Biolog, Inc. This system is based on the oxidation of 
95 substrates on a 96-well plate, containing a redox dye, tetrazolium violet, that allows 
colorimetric determination of the increased respiratory processes when the bacteria are 
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consuming a carbon source (10). The bacterial samples are incubated in plates, being the 
results obtained after two different periods, 4h and 24h (10); an example of a plate after 
culture is seen on figure 1.  
 
 
Figure 1 - A plate of the Biolog System after culture with a bacterial isolate. The wells 
contain bacteria cultures of the unknown isolate, each of them containing 
different substrates and a redox dye. The colour of each well correspond to the 
ability of the isolate to metabolize the substrate contained in that well. The 
identification is proposed by comparing the pattern of the plate with a 
reference database  (11). 
 
The Biolog system was evaluated by different study groups. Holmes et al. (10) 
tested the system in the identification of Gram-negative bacteria with clinical 
significance. Their results showed a correct identification to the genus level of 67%, with 
93% of these organisms being also identified to the correct species level (10). Klinger et 
al. (12) also did a study to evaluate the performance of the Vitek and Biolog systems; the 
latter being another method based on biochemical tests. Both studies detected some errors 
which resulted in very low correct identification rates. An important aspect was the fact 
that reliable results were obtained with the Biolog system after 4h incubation when 
compared to 24h (10). Despite some of the positive aspects of using this type of 
techniques, they show major limitations such as: i) some organisms do not match to the 
pattern of biochemical reactions used in this type of analysis; ii) it cannot be used without 
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prior culture of the microorganisms, which impairs the identification of isolates that are 
hard to culture; iii) and the identification of some types of bacteria, such as anaerobes or 
mycobacteria, require additional equipment and expertise (4). To mitigate these problems 
different techniques have been used such as those based on the analysis of the bacterial 
genome. The identification of uncultivated bacteria usually relies on direct microscopy 
or immunologic assays (4). However, these two techniques also have serious limitations 
such as, direct microscopy needs a good number of observable cells; and immunologic 
assays may suffer from cross-reactivity and may be affected by the patient 
immunocompromised status (4). 
 
1.1.2 Genomic Approaches 
Currently the most common identification approaches relies on genome analysis, 
instead of phenotypic analysis. One of the mostly used targets in this genomic approach 
is the analysis of small subunit ribosomal RNA (16S rRNA) (13). The sequencing of the 
16S subunit usually gives faster results when compared to the phenotypic methods, 
mainly when dealing with slow-growing bacteria (4). Furthermore, the sequencing of the 
16S subunit is not affected by the presence or absence of housekeeping genes or by 
variability in the expression of some traits, which are some of the limitations of the 
phenotypic identification (14).  The rRNA genes are transcribed from the ribosomal 30S 
operon and are later cleaved in 16S, 23S and 5S RNA molecules by RNase III (13). Since 
the 16S rRNA sequence is the most conserved sequence among the same species, it is a 
good target for genotyping (13). The usual workflow of this technique entails the 
extraction of the genetic material, amplification of the 16S rRNA gene, sequencing of the 
amplification product and comparison of the sequence to a reference database (figure 2). 
The 16S RNA sequences have been used for two different type of studies: identification 
and classification of isolated cultures of bacteria and the assessment of bacteria diversity 
in environmental samples (13). The results produced by these approaches are based on 
comparison of sample sequence and databases using comparative tools, such as BLAST 
(Basic Local Alignment Search Tool), an algorithm used to compare primary sequences, 
of amino-acids or nucleotides (13). However, the use of these databases is limited since 
there are no threshold values universally accepted from which one can obtain a correct 
identification. Moreover, the difference between the closest match-up and the next one 
can be of <0.5% score (13,14). Using the 16S rRNA sequencing for bacteria 
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identification, has shown over 90% correct identifications to the genus level and 65% to 
83% correct identification to the species level (14). In all studies of bacteria identification 
using 16S rRNA sequencing none showed a match with a similarity over 99% (14); in 
fact even if one uses this threshold the identification may not be correct, due to the 
similarity of the 16S rRNA sequences within some strains of the same species (14). 
Additional problems arise from the use of this type of analysis. For instance, considering 
the Aeromonas veronii one can observe that it may contain up to 6 different 16S rRNA 
sequences which differ among themselves up to 1.5%, thus the intragenomic 
heterogeneity of the 16S rRNA gene between the aeromonads precludes the use of this 
technique as the single technique to achieve a correct identification (14). Despite some 
problems when using this approach in the identification of bacteria, the use of microarrays 
may provide a much more sensitive approach to the molecular species identification (14).  
 
 
Figure 2 - Schematic representation of the workflow for bacteria identification using 16S 
rRNA sequencing. 
 
The analysis of the 16S rRNA sequencing can be done using software packages, 
being MicroSeq and Ribosomal Database Project (RDP-II) the most widely used (4). 
Different studies evaluate the reliability of these software packages, as described in table 
1. When analysing the results obtained by these studies it is not possible to compare the 
accuracy of both software packages as they were not done using the same conditions; 







Table 1 - Results of different studies regarding the accuracy of the MicroSeq and RDP-
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A different genomic approach to the bacteria identification is the analysis of 
the terminal restriction fragment length polymorphisms (T-RFLP). This technique uses 
one or both PCR primers, labelled with fluorescent dyes, to amplify the 16S rRNA 
sequence of the isolates. The resulting amplified sequences are then cleaved with 
restriction enzymes, resulting in fragments of the amplified sequence (18,19). After the 
cleavage, salts and primers are removed and a polyacrylamide gel electrophoresis is 
performed (18). The resulting gel will present a specific pattern based on the size of the 
fragments, which is caused by the differences in the 16S rRNA sequences of different 
species (13). The band pattern of the isolate is then compared to the reference band 
patterns of known bacteria and in the case of a positive match between the isolate pattern 
and references, one identification can be proposed. However, the mobility of the samples 
is affected by the used fluorescent dye and therefore comparisons should only be made 





1.1.3 IR Spectroscopy 
The infrared (IR) spectroscopy started to be used in the study of conformational 
structure of peptides in the 1950’s and, since then, different applications on have been 
highlighted (5,21). Nevertheless, in the last two decades many studies were done using 
this approach for identification and characterization of bacteria (21). Basically,  an IR 
spectrum is obtained by measuring the intensity of IR radiation before and after passing 
through a sample (21). Then, the identification of a bacterial isolate is accomplished by 
comparing the spectrum with spectra of a reference database (figure 3) (21).    
 
 
Figure 3 - Example workflow for identification of a bacterial isolate using IR 
spectroscopy. The spectra is obtained from the unknown sample and is then 
compared to a reference database. The most similar database entry should 
correspond to the correct identification. 
 
Following this, Kirschner et al. (22) identified different strains of Enterococci 
isolated from urine and food. Using the IR they were able to obtain spectra for every 
sample, which was enough discriminatory to distinguish different strains and identify 
bacteria isolates (22). Nevertheless, identification of some strains obtained by the use of 
IR spectroscopy and phenotypic methods were not always in accordance, being in these 
cases the identification relied in the 16S rRNA sequencing (22). Comparison of results 
obtained with IR spectroscopy within those obtained with 16S rRNA, showed that the IR 
seems to be a very reliable technique for the identification of bacteria (22). Additionally, 
repetitive measures were performed over six months period in order to evaluate the 
reproducibility of the data obtained from IR spectroscopy, which highlight a consistency 
(22).  A different approach is the use of IR microspectroscopy, which is the result of 
combining an IR spectrometer and a microscope, allowing the analysis of just a few 
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hundred cells (5).  A study using this approach for the identification of bacteria collected 
more than 1570 spectra of bacterial colonies with sizes ranging from 30-150 µm, after 6h, 
7h and 10h of culture (5). Their results showed that IR spectroscopy became more reliable 
with extended culture time due to the accumulation of products of biochemical reactions 
in the cells. However in the case of microspectroscopy resolution was lost with longer 
culture duration (5). It was obtained an accuracy of 100% for Gram-positive bacteria 
identification at the species level for Staphylococcus aureus, Staphylococcus epidermidis, 
Enterococcus faecalis, and Enterococcus faecium (5). In the case of Gram-negative 
bacteria it was obtained an accuracy of 80% for bacteria from Enterobacteriaceae and 
Pseudomonaceae families (5). Their results were obtained comparing the analysis of IR 
spectroscopy spectra of bacteria colonies with 18h of culture (5). While these results show 
great promise, more tests with higher number of samples are required to obtain the proper 
conclusions. Still the rate of correct identifications obtained for Gram-negative bacteria 
were considerable lower when compared to what is sought for a clinical environment. 
Aiming faster more reliable and cheaper analysis new techniques have been 
developed. Some of these new techniques focus on analysis of the protein content of cell 
to achieve a correct bacteria identification. 
 
1.1.4 Analysis of the protein content of the cell 
Proteomics have also been used in studies related to microbiology, either in the 
study of microbial pathogens, study of biomarkers or bacteria identification (23,24). 
Using different methodologies available for proteomic studies it is possible to identify 
and quantify the proteins in a sample. With the possibility of identification and 
quantification of protein content from bacteria, a deeper insight is envisioned about these 
organisms (25). While most of the protein analysis of bacteria are done with the objective 
of characterization, it is also possible to identify bacteria based on that type of analysis.  
 
1.1.4.1 Protein Microarrays 
Different methodologies can be applied to achieve a bacteria identification. One 
of the targets of these methodologies is the protein content of the cell, as used by Protein 
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Microarrays. This technique  can be described as a miniaturization of thousands of assays 
on one small plate (figure 4) (26).  
 
 
Figure 4 - Schematic representation of the workflow the protein microarray technology 
(27). 
 
Protein microarrays can be divided in two major categories: analytical protein 
microarrays and functional protein microarrays (26). Analytical protein microarrays 
consist of antibodies that have high specificity to certain proteins, allowing the detection 
of their presence (26,28). Detection is either accomplished by direct labelling or using a 
reporter antibody in a sandwich like format, antibody-target-antibody(26). Functional 
protein microarrays consists on spotting a set of proteins in a given sample and testing 
their reactivity with the specific molecules. This allows the study of interactions between 
the sample proteins and, for example, other proteins or lipids (26).  
This technology have been used in the detection of microbial pathogens, such as 
Salmonella enterica Serovar Typhimurium (28,29). Despite this technique not being the 
most popular tool for bacteria detection, a few studies were made using this method. An 
example is the study conducted by Howel et al. (30) were they propose a technique for 
the assembly of antibody microarrays in order to detect an E. coli strain and 
Renibacterium salmoninarum (30). Besides being able to successfully detect both 
bacteria, their results also show that the E. coli strain does not significantly bind to non-
specific antibodies, making the method sensitive enough to produce accurate results (30). 
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Their work seems to indicate that protein microarrays can be a reliable tool to detect 
previously known bacteria, with the results being obtained in a short period of time.  
However, it requires previous knowledge of the bacteria in the analysis, which is not 
adequate for clinical purposes. 
 
1.1.4.2 Mass Spectrometry 
One of the most promising recent approaches for bacteria identification is based 
on mass spectrometry, through the analysis by MALDI-TOF (Matrix Laser Dissociation 
Ionization - Time of Flight). In fact this approach has the ability to provide results within 
a time frame of five minutes and with only a single colony which is in line with the 
requirements for clinical purposes: short time consuming; reproducibility; and reliability 
(26). 
Comparing the use of mass spectrometry with the most common genomic 
approaches, for example 16S rRNA sequencing, several advantages can be highlighted 
such as: shorter analysis times after culture; lower cost per analysis; and higher 
discrimination power. Another advantage of using mass spectrometry to achieve a 
bacteria identification is that no amplification is needed after culture, when compared to 
genomic approaches. Nevertheless, the possibility of amplifying the genetic material is 
extremely advantageous when dealing with scarce amounts of sample (38). Another 
important aspect is that the most commonly used genes for bacteria identification are 
usually the most conserved along a bacteria strain or genus (38), which brings new 
difficulties when trying to identify bacteria isolates. For example, these genes can be so 
similar when compared among different strains of the same species which hinders their 
identification, resulting in false-positive hit (38). The use of mass spectrometry 
overcomes most of these problems, especially because all the proteins in the bacteria 
isolate are ready for analysis, conserved or not. For the cases in which analysis of just one 
protein does not provides enough information, a different protein or a set of proteins can 
be used (38). This is especially relevant when looking at the data provided by mass 





1.1.4.2.1 Techniques used for bacteria identification 
Mass spectrometry can be roughly described as a process of detecting the 
different molecules on a sample, by analysing the mass of those molecules. The main 
components for a mass spectrometer are the ion source, analyser and detector. The ion 
source is responsible for the ionization of the molecules, being MALDI and Electrospray 
as predominant in nowadays. The analyser filters the ions produced by the ion source, 
according to their mass-to-charge rate, which reach to the detector, producing a mass 
spectrum. Some of the most commonly used analysers are the Orbitrap, Ion Trap, TOF 
(Time-of-flight) and the quadrupole. 
For proteomics, in particular shotgun, the electrospray-ionization mass 
spectrometry, commonly referred as ESI-MS is the elected ion source. Electrospray mass 
spectrometry is based on a different ionization process. The sample, which must be in a 
solution, is passed through a capillary needle with an electric charge. The electrospray 
ionization is driven by the high voltage (2-6kV) applied (31). When the sample passes 
through the needle it becomes ionized and changes to a gas-state (32). This process can 
be described in three different steps: dispersion of a fine spray of charged droplets, 
evaporation of the solvent and ejection of the ion from the highly charged droplets (33). 
After the ions’ ejection they go to the analyser which usually is a quadrupole analyser. 
The quadrupole consists of two pairs of electrified rods, with each pair having the same 
but opposite voltage (33). This creates an electric field inside the quadrupole and 
considering the movement of the ions when affected by an electric field is directly related 
to their mass/charge ratio, the ions will arrive to the detector at different times based on 
their m/z (33). The ions formed by the electrospray ionization can be the result of 
multiple-protonation, especially in the case of proteins or peptides, resulting in spectra 
that could be difficult to read (23,33,34). Another difficulty when using electrospray 
ionization with complex protein mixtures is the clogging of the needle of the electrospray 
(23). Considering that for electrospray analysis every sample must be in liquid state, make 
it ideal for the coupling to liquid chromatography. In addition, the use of liquid 
chromatography in the mass spectrometer improves the analysis by decreasing the sample 
complexity and minimizes some of the referred problems (23). A scheme of the usual 





Figure 5 - Example workflow for LC-MS/MS analysis of an unknown culture isolate. 
Adapted from (35). Protein extraction is performed to the unknown culture, 
followed by the tryptic digestion. The resulting peptides are analyzed using 
LC-MS/MS and the proteins are identified. Finally the obtained proteome is 
compared with a reference database to achieve an identification (23). 
 
For bacteria identification, the most common is the matrix-assisted laser 
desorption/ionization coupled with a time-of-flight analyser, usually referred as MALDI-
TOF (36). In this technique the peptide mixture is mixed with a chemical reagent, the 
matrix, air dried and introduced in the mass spectrometer. The sample is then ionized with 
a laser leading to the formation of mainly monocharged peptide ions (36). This process 
occurs with the matrix absorbing the laser energy and transferring it to the acidified 
analyte, whereas the laser heating causes desorption of the matrix and [M+H]+ ions of the 
analyte change to the gas phase (31). The forming ions are then radiated from the 
ionization chamber to the analyser and the time-of-flight is then measured. Since there is 
a direct relation between the time-of-flight and the mass-to-charge ratio, it is then possible 
to determine the mass-to-charge ratio of each ion (26). When dealing with microbial 
samples the matrix used can be α-cyano-hydroxycinnamic acid (α-cyano), sinapinic acid 
or 2,5-dihydroxicbenzoic acid (DHB) (37).  The choice of the matrix depends on the focus 
of the analysis: α-cyano appears to be more suitable when focusing on proteins, whereas 
the sinapinic acid is more used for peptides and DHB as shown to be more efficient when 
focusing on oligosaccharides, glycopeptides and glycoproteins(38).  
Using MALDI-TOF mass spectrometry it is possible to obtain a bacteria mass 
fingerprint which can be used to identify the isolate through comparison to a reference 
database (37). Different companies have developed many databases and software 
packages that are able to compare the sample mass fingerprint with the entries of the 
database (37). The first software developed for this purpose, which is no longer available, 
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was the MicrobeLynx. Several studies have been conducted using this technique and it 
was already shown that protein profiles can be obtained not only from crude lysates but 
even from whole cells or fractions (23). The major disadvantage of this technique is the 
strong dependence on sample preparation (31). 
 
 
Figure 6 - Example workflow for identification of a bacterial isolate using MALDI-TOF 
mass spectrometry. Protein extraction is applied to the unknown sample, 
followed by the spectra acquisition using MALDI-TOF. The obtained spectra 
is then compared to a reference database and the most similar spectra should 
correspond to the correct identification. 
 
In order to identify an unknown isolate, MALDI-TOF is used to obtain a bacteria 
mass fingerprint (34). Despite the fact that MALDI-TOF is the most common approach, 
MS/MS can also be used (34). Using this approach a peptide fragment fingerprint is 
acquired, for each select ion subjected to MS/MS, and by comparison of those peptide 
mass fingerprints with a reference database, the identification of the protein is obtained 
(34). In addition, using gel electrophoresis or liquid chromatography it is possible to 
overcome one of the biggest disadvantages of this technique: MALDI-TOF preferably 
ionizes small molecular weight molecules (<10Da) (34). Using a separation technique 
and selecting the proteins with high molecular weights it is possible to promote their 
digestion with an enzyme, for example trypsin, to obtain their peptides (34). Performing 
a MS/MS analysis it is possible to identify the sample proteins and with the identified 
proteins it should be possible to associate those proteins to specific strains of bacteria, 




1.1.5 Use of MALDI-TOF in Bacteria Identification 
One of the first studies using MALDI-TOF to achieve a bacteria identification 
was conducted by Krishnamurthy et al. (39) where cell lysates of bacteria isolates were 
used and analysed by MALDI-TOF. The analysis was based on the spectra obtained and 
attempted in the annotation of characteristic peaks for each bacteria isolate (39). It was 
shown that identification of individual organisms down to the species level was possible 
and in some cases, even to the strain level (39). These results showed that it was possible 
to identify strain-specific traits for some bacteria such as Bacillus anthracis, Brucella 
melitensis and Yersinia pestis (39). In the case of B. anthracis it was also showed that 
differentiation of this strain and related Bacilli was possible (39). A study conducted by 
Edward-Jones et al. (40), in the year 2000, used MALDI-TOF to distinguish between 
methicillin-sensitive and methicillin-resistant Staphylococcus aureus. Instead of using 
protein extracts from the isolated bacteria they used the intact cells in mass spectrometry 
analysis. Most of the ions detected appeared in the range of 500-2000 m/z and allowed to 
clearly identify common peaks between methicillin-resistant and sensitive groups. In 
addition to the identification of characteristic peaks for each group, it was also possible 
to correctly categorize each bacteria has being methicillin-resistant or not (40).  
Over the last decade more studies were made and the usefulness of this technique 
in bacteria identification was extended. A major breakthrough that enabled even better 
results was the development of bioinformatics software tools and reference databases. 
Indeed, this allowed a direct comparison of the unknown isolated bacteria spectra with 
reference spectra, without the prerequisite to obtain the reference spectra for every 
analysis or specific bacteria (23). Currently there are three identification databases 
available: Bruker Biotyper, SARAMIS and Andromas (23). These databases are now well 
established with the Bruker Biotyper containing more than 4500 unique species. The 
analysis is usually done using a Bruker MicroFlex (MALDI-TOF) and is based on species 
specific peaks present in standard reference mass spectra compared with the unknown 
sample. The SARAMIS database has two versions of the software with the first one being 
coupled with a Shimadzu Axima mass spectrometer as a single product. The second 
version is provided by bioMérieux as the VITEK MS system (23). The database of both 
versions contains about 3000 microorganisms (23). The Andromas software is distributed 
by Andromas SAS and contains around 700 bacterial strains (23). All of the systems have 
been compared with classic biochemical tests and 16S rRNA sequencing and all of them 
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were successfully shown to have enough precision to be considerable feasible (23). It 
should also be noted that the size and quality of the database plays an important role in 
the analysis and the reliability of the obtained results. 
On the last few years this technique has been used with great success in bacteria 
identification. A study performed by van Veen et al. (41) tested the use of MALDI-TOF 
in the identification of several bacteria using the Bruker Biotyper software and included 
database (version 2.0). In this work they used 327 clinical isolates cultured from patient 
materials. The results obtained using the Bruker Biotyper were compared to those 
obtained using conventional methods and, in the case of discrepancies, the results were 
confirmed by 16S genes sequencing (41). Using MALDI-TOF they were able to identify 
95.1% to the genus level and 85.6% were identified to the species level. After this initial 
procedure, they proceeded with a validation study where they analysed 980 clinical 
isolates. The results obtained showed that the overall performance of MALDI-TOF was 
significantly better that the conventional biochemical systems, having obtained 92.2% 
correct species identification with MALDI-TOF and only 83.1% with the conventional 
systems. In addition, MALDI-TOF gave lower genus identification errors (0.1) against 
the traditional biochemical tests (1.6%). Most of the misidentifications by MALDI-TOF 
spectrometry were associated with lack of reference spectra in the database, showing the 
need for building the most complete database possible (41). 
MALDI-TOF had showed to be a very reliable technique for use in a clinical 
environment with many different studies being done in the last few years (23,34,42). 
Despite good results obtained when dealing with the clinical relevant bacteria, MALDI-
TOF analysis have showed slightly worse accuracy when dealing with anaerobes and 
Gram-positive bacteria (23). The latter can be explained by the thick peptidoglycan in the 
cell wall of Gram-positive bacteria, which is assumed to hinder the ionization process. In 
order to overcome this limitation a different approach has been suggested by disruption 
of the cell wall and subsequent protein extraction (23). 
An alternative approach of the use of mass spectrometry for bacteria 
identification is the electrospray ionization mass spectrometry. However this technique is 
not so successful as MALDI-TOF (23). A major difference between MALDI-TOF and 
ESI-MS is that MALDI can use intact cells and whereas, ESI cannot, since it leads to 
needle clogging and extremely complex spectra.  In order to overcome this problem, 
instead of intact cells, cell lysates are usually used. The protein extracts are then exposed 
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to trypsin digestion and analysed on line with ESI-MS/MS (34). The obtained spectra are 
representative of the peptide composition of the bacteria isolate and is used to compare 
with a reference database (34). However since the spectra obtained from this approach 
tend to be extremely complex, the development of bioinformatics tools that are able to 
compare the unknown sample spectra with reference database, giving a correct 
identification as result, are much harder to develop (34). In both cases, the success of this 
approach is dependent of the development of enhanced algorithms and curated databases. 
 
1.1.5.1 Role of the ribosomal proteins in the analysis 
As already stated, to achieve a bacteria identification based on the spectra 
obtained by mass spectrometry, a comparison between the mass fingerprint of the samples 
and reference fingerprints in a database is performed. For the comparison of the spectra 
the approach usually consists on the detection of specific proteins that are typical of a 
certain strain or species of bacteria (34,43). This is achieved by searching for matches 
between peaks of the bacteria isolate spectra with the reference spectra (43). Ribosomal 
proteins are important for this approach since they can represent up to 20% of the weight 
of the cytosolic proteins (43). Besides the significant abundance of ribosomal proteins, 
another feature that make them suitable markers for use in this technique is the fact that 
rRNA is highly conservative along the same strain. Therefore ribosomal proteins of 
bacteria of the same strain should be similar enough to make them potential markers. 
However, for the ribosomal proteins to be considered potential markers it is also required 
that ribosomal proteins of bacteria of different strains or species have significant mass 
difference, making possible to distinguish between close species or strains (43). 
In order to identify and assess the characteristics of the proteins detected in 
MALDI-TOF analysis when whole bacteria cells are analysed, Ruzhov and Fenselau (44) 
conducted a study to identify the proteins detected by MALDI of Escherichia coli K-12. 
Their results showed that the majority of the proteins were cytosolic proteins and mostly 
ribosomal proteins. In addition, a study of multivariate pattern recognition of markers of 
Escherichia coli in different growth phases, supported the major role of the ribosomal 
proteins in a mass spectrometry analysis (45). On this study it was used MALDI-TOF to 
analyse the protein content of 12 cell samples of Escherichia coli (45). When the cells 
were in their exponential phase it was possible to identify 27 proteins of which 15 were 
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ribosomal proteins. In the stationary phase it was possible to identify 18 proteins where 5 
of them were ribosomal. Finally, in the decline phase 27 proteins were identified, with 6 
being ribosomal proteins, as seen in table 2. These results showed that ribosomal proteins 
can be potential markers, especially when the cells are in their exponential phase (45). 
These results are in accordance with the previous studies whereas ribosomal proteins can 
represent 45% of the total mass of Escherichia coli and 21% of the proteins of the cell 
(45). 
 
Table 2 – Ribosomal proteins identified during the stationary phase of a Escherichia coli 

































1.1.5.2 Algorithms used in Bacteria Identification with Mass Spectrometry 
When using mass spectrometry to identify bacteria a major aspect is the 
algorithm used for comparison of sample data with reference database. Throughout the 
years different algorithms were developed and different results were achieved, as seen on 
table 3. These algorithms can be classified as being Library-based or Bioinformatics-
enabled (46). Library-based approaches can simply be described as using an algorithm 
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that compares spectra of unknown sample with spectra of known reference bacteria (46). 
While library-based approaches have been used in the majority of the studies with 
MALDI-TOF MS, Bioinformatics-enabled approaches have also been developed, 
especially due to the rapidly increasing number of bacteria with fully sequenced genomes 
(46). This second type of approach involves identification of the proteins in MALDI 
profiles and searching available genome databases of bacteria to find a match between 
those proteins and genome sequences. In order to achieve this identification MS/MS is 
usually applied (46). The advantage of this approach lays in the fact that it does not need 
to build libraries and the experimental conditions do not need to be standardized across 
laboratories, as in the case of library-based approaches (46). When comparing the 
performance of both approaches there is no clear consensus of which one performs better. 
However library-based approaches are more commonly used (46). An overview of both 
approaches is represented on figure 7. 
 
Figure 7 - Schematic representation of the different approaches in bacteria identification 
algorithms (46). 
 
The algorithms are usually available in software packages similar to the ones 
already mentioned: Vitek MS system, SARAMIS and Bruker’s MALDI Biotyper. The 
Vitek MS uses an identification matrix that has been computed by Advanced Spectrum 
Classifier, which is an algorithm based on supervised learning procedures and has a data 
set of more than 25000 binned reference spectra (the MS spectral accuracies are rounded 
to nearest integer atomic mass unit values; this promotes the reduction of false negatives) 
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(47). SARAMIS uses SuperSpectra to identify reference spectra, which were computed 
by weighting peaks in consensus spectra according to their specificity for the different 
taxonomic levels (47). Bruker’s MALDI Biotyper uses Main Spectra as the reference 
spectra, which results from a computed consensus spectrum from multiple spectra. The 
consensus spectrum is compared to reference mass spectra and the identification result is 
linked to a scored computed by counting match peaks in the sample mass spectra (47). 
The results achieved with these software can also be found in table 3. 
 
Table 3 - Results achieved using different algorithms for use with mass spectrometry in 
order to correctly identify bacteria 
Algorithm / 
Software 
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 Despite the good results attained using the available software, they still have some 
drawbacks. For instance, dealing with an unknown isolate without one in the reference 
database, the identification will be as a close species, resulting in a false-positive result. 
Another major drawback is related to the format of file generated by the mass 
spectrometers and the requirements for the software, which may differ, making 
impossible to use some spectrometers with some software packages (57). With this in 
mind, there is a need for the development of new algorithmic approaches that could solve, 
or at least minimize, these weaknesses, allowing precise identification to the strain level, 
making the use of MALDI-TOF in bacteria identification a more reliable approach. 
 
1.2 Comparison of the different approaches for Bacteria Identification 
As described, there are many different approaches that can be used to positively 
identify bacterial samples. The most commonly used approaches mainly consist in 
phenotypical/biochemical differences, 16S rRNA sequencing, IR spectroscopy and (mass 
spectrometry) MALDI-TOF. Each one of these methodologies have different steps in 





Figure 8 - Schematic representation of the workflow for the most common bacteria 
identification methodologies. 
 
Regarding bacteria identification the most important features of the different 
methodologies are the accuracy, speed and cost of the analysis, as well as ease of use. It 
is important to compare these features of the different methods in order to understand the 
feasibility of their application in clinical environment (table 4). MALDI-TOF had showed 
a high accuracy when identifying bacteria based on the mass spectra of the isolates and 
comparing those spectra with reference databases (58). An average rate of overall correct 
identification when using MALDI-TOF is expected to be >90% (58). Another important 
aspect is that most of the misidentifications by mass spectrometry data comparison are 
due to problems with databases, either lack of reference data or misidentified references 
(58). When comparing this accuracy with the traditional methods it is possible to observe 
similar results. However those techniques are either highly dependent of the user skills or 
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require more time to provide results. Comparing the time consuming, after culture, 
required for bacteria identification, MALDI-TOF needs only six minutes to produce the 
result, whereas conventional techniques take five to forty-eight hours (54). Another 
important aspect of MALDI-TOF resides in the level of training, being high-technology 
is considered low-to-medium when compared with the alternative methods (54). In terms 
of the cost of the identification of bacteria isolates MALDI-TOF appears as the election 
method with low-cost involved (with an estimate cost per identification of <2€) (54). This 
cost is considerable low when comparing with commonly used methods for identification 
like Vitek system, which has an average cost of 6-8€, or the analytical profile index (API) 
system identification, with an average cost of around 6€ (54). The only technique that 
also presents a low cost besides mass spectrometry is the Gram staining. However, this 
technique solely distinguish between Gram-negative and Gram-positive bacteria, which 
in most cases is far from being enough to provide clinical valuable information and further 
analysis is often needed,  rising the identification cost (54).  
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Overall, the MALDI-TOF approach is very suitable to use in clinical 
environment analysis since it has a low cost per analysis, a short time required to obtain 
results and an accuracy in the results obtained. In addition, this methodology allows the 
use of intact cells which makes the overall protocol simpler and less prone to 
contaminants and loss of sample. The major problem of this method relies in the poor 
discrimination of Gram-positive bacteria. Considering all features of bacteria 
identification using MALDI-TOF, one can assume that this approach can potentially 
produce very good results and further development should be done in order to optimize 
this technique. 
 
1.3 Objectives of this work 
MALDI-TOF has shown considerable promise as a reliable method for bacteria 
identification. However it still has some drawbacks that hinder its establishment as the 
new standard for bacteria identification. For instance, the available software packages for 
the identification of bacteria using MALDI-TOF spectra still have a low amount of entries 
in database, which often results in misidentifications. Besides, the identification of Gram-
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positive bacteria using the already available software packages has a considerable lower 
success identification rate, which does not make this approach reliable in a clinical 
environment. 
With this in mind, this work focused on the development of a library-based 
application capable of identifying unknown bacteria samples. The application should be 
able to identify bacteria by comparing the unknown sample mass profile with a database 
containing mass profiles of known bacteria. It should identify both Gram-negative and 
Gram-positive bacteria with the correct identification rate desired for a clinical 
environment. Also, the application should have a low false-positive rate, providing an 
accurate alternative to the already available methods and pushing this approach to become 









2. Experimental Procedures 
 
2.1 Protein Extraction 
The samples used on this work were provided by Hospital Infante D. Pedro, EPE 
- Aveiro. The bacteria were collected from infected patients and were cultivated in a 
plaque with the proper medium. After the growth of the bacteria, a sample of the culture 
was collected and suspended on a saline solution.  
With the sample on a saline solution the protein extraction protocol was started. 
The first step was to subject the sample to a light vortex, followed by 2 minutes of 
centrifugation at 15000g. After the centrifugation the supernatant was removed and the 
pellet was resuspended on 300µL of milli-Q H2O. This step was followed by the usage of 
the vortex until the pellet was completely mixed with the solvent. Next, 700µL of EtOH 
(ethanol) were added, followed by 30 seconds on the vortex. With the EtOH added, a new 
2 minutes of centrifugation at 15000g was performed. When the centrifugation was 
finished the supernatant was removed and 120µL of a 1:1 mixture of 70% formic acid 
and acetonitrile were added, followed by vortex until the pellet was resuspended. After 
that, the samples were centrifuged for 2 minutes at 15000g and the supernatant was saved, 
which corresponds to the protein extract. 
 
2.2 Protein Quantification 
The protein quantification was achieved using two different methods, the DC 
Protein Assay of Biorad and the measure of the absorption of the samples at 280nm 
wavelength. The protein quantification using the DC Protein Assay of Biorad was done 
using the standard protocol for microplates. The assay was started by preparing solutions 
of BSA (Bovine Serum Albumin) protein at different concentrations, in order to be used 
as the standards of the protocol. The chosen concentrations were 0.2, 0.4, 0.6, 0.8, 1.0 and 
1.4 mg/mL. The assay proceed by adding 5µL of each standard and sample to different 
spots of the microplate. Then to each spot 20µL of reagent of A were added, followed by 
the addition of 200µL of reagent B. The microplate was then lightly agitated in order to 
mix the reagents and the samples/standards. The plate was then left to incubate for 15 
minutes at room temperature in the dark. After the 15 minutes, the absorption at 750nm 
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wavelength was read. The concentration values of the samples were estimated by using 
the standards values to build the calibration line, from which the concentration of the 
samples was computed. 
The second method used to assess the sample protein concentration was the 
measurement of the absorption at 280nm wavelength. The first step was the preparation 
of the standards. The chosen standards were solutions of 0.2, 0.4, 0.6, 0.8 and 1.0 mg/mL 
of myoglobin. 40µL of each sample and standard were added to a quartz optical cuvette, 
followed by the addition of 760µL of the same solution used to prepare the samples (1:1 
solution of 70% formic acid and acetonitrile). After this step, the absorption values at 
280nm wavelength were read. To estimate the concentrations of the samples, the 
absorption values of the standards were used to build the calibration line, from which the 
concentration of the samples was computed. 
 
2.3 Spectra acquisition 
The spectra of the samples were obtained using a 4800 MALDI TOF/TOF AB 
Sciex mass spectrometer operating at middle mass setting in positive mode. The selected 
mass range was 3000-20000 m/z with a focus mass of 10000 Da. On average, the spectra 
were acquired with 1050 shots per spectra. The matrix used in the MALDI-TOF analysis 
was the α-cyano. The matrix was prepared by dissolving 5mg of α-cyano per mL of a 1:1 
solution of milli-Q H2O and Acetonitrile, followed by the addition of trifluoroacetic acid 
(TFA) in order to achieve a final concentration of 0.1% TFA. 
The MALDI-TOF plate was prepared by mixing each sample with the matrix 
(1:1 proportion) and adding 0.5µL of each sample + matrix to four spots of the plate. The 
spectra were acquired using the MALDI-TOF spectrometer in the positive mode and the 




3. Results and Discussion 
This work started with the extraction of the protein fraction of the bacterial 
samples. This was followed by the quantification of the total protein of the extract to 
ensure that the extraction was provide enough protein content to allow the acquisition of 
high-quality mass spectra of the samples. The next step was the analysis of the bacteria 
mass profiles to assess the distinction power between the different strains. For this part of 
the work, two strains of Escherichia coli and one strain of Klebsiella pneumoniae were 
used. 
The final part of this work was the development of the library-based application 
and the subsequent assessment. The application was tested by analysing the output results 
in three different situations: i) the sample loaded was present in the database, ii) the 
sample loaded had a similar entry in the database and iii) the database did not contain any 
entry similar to the loaded sample. Moreover, the application was also tested using some 
of its features.  
 
3.1 Sample Preparation 
The first step of this work was the extraction of the protein content of some 
bacteria samples. Following the extraction of two samples (two different strains of 
Klebsiella pneumoniae), the quantification of the protein content of the extracts was 
performed in order to assess if there was enough protein content for the spectra 
acquisition. The first method used was based on the DC Biorad protein assay for protein 
quantification.  Considering the protein extracts are in an acidic solution (70% formic 
acid in a 1:1 solution with acetonitrile) it was necessary to neutralize the sample to make 
it compatible with the DC Biorad protein assay. To achieve this, a solution of ammonia 
was added in a 3:1 proportion (3 mL of ammonia for each 1 mL of protein extract). 
However, the absorption values of the samples at 750nm with the reagents provided were 
too low, which gave negative values thus indicating that the protein concentration after 
adding the reagents was too low. In order to estimate the concentration, two times the 
initial volume of the sample was used, maintaining the same ammonia proportion; 
however the obtained absorption values were still too low.  These results could be 




In order to estimate the concentration of proteins of the sample, the absorption of 
the sample at 280nm was used comparing the absorption of solutions of known 
concentration of myoglobin. The concentration of the standards were 0.05, 0.10, 0.20, 
0.40, 0.80 and 1.00 mg/mL of myoglobin in the same buffer as protein extracts. The 
samples used were three new samples provided by the local hospital and consisted of two 
different strains of Escherichia coli and one strain of Klebsiella pneumoniae. The results 
of this test showed a concentration of total protein content of 0.414 mg/mL for the K. 
pneumoniae - 164092 sample and 0.805 mg/mL and 1.299 mg/mL, for the E. coli – 
163906 and for the E. coli – 163962 respectively. These results showed that the extraction 
method was performing accordingly and the protein extract should have enough protein 
content to produce the high quality spectra one would need. 
After the protein quantification of protein extracts the acquisition of the mass 
spectra was started, using a MALDI-TOF spectrometer at middle-mass settings. While 
acquiring the spectra, some problems about the quality of obtained spectra were detected. 
It was concluded that this was caused by freezing of the samples prior to the protein 
extraction, resulting in spectra with close to none information, as one can see in figure 9. 
 
 
Figure 9 - Comparison of the quality of the spectra of a frozen sample (A) versus the 
quality of a fresh sample (B). The values of intensity are normalized to the 
sum of all intensity values. 
 
As can be observed at figure 9, the first spectrum doesn’t provide the information 
necessary to be considered the bacteria mass profile. So, considering that, the spectra that 
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were similar to the spectrum A weren’t included in the bacteria mass profile database. As 
soon as this was realised the high quality of the acquired spectra was guaranteed by the 
usage of fresh samples without any freezing. 
 
3.2 MALDI data pre-treatment 
Prior to the development of the application there was a need to evaluate if 
MALDI-TOF spectra had the potential to differentiate bacteria based on their mass 
profiles. For this, two strains of Escherichia coli and one of Klebsiella pneumoniae were 
chosen (table 5). All of them show Multi-Drug Resistance (MDR) and are producers of 
Extended-spectrum Beta-Lactamases (ESBL). These strains were selected by considering 
two major factors: pathological infections caused by E. coli are among the most common 
and K. pneumoniae commonly shows resistance to the common antibiotics. These two 
characteristics make these samples interesting subjects for the preliminary study of the 
identification based on their mass profiles. With the samples selected, the extraction of 
their protein content was performed using the formic acid/acetonitrile method and the 
mass profiles were acquired using MALDI-TOF with a matrix of α-Cyano 
Hydroxicinnamic Acid. After the acquisition of the mass profiles, it was used several data 
pre-treatment/processing to highlight the differences between the profiles and potentially 
enhance the differentiation of the profiles. 
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 The first step of the data treatment was the normalization of the intensity values. 
The normalization allows the comparison of different spectra independently of the 
intensity values obtained in the spectra acquisition. In order to do this, every value of 
intensity corresponding to each m/z values was divided by the sum of all the intensities 
of that sample. After the normalization, the intensity values were aligned to the same m/z 
values and only the intensities corresponding to the interval of 3000-18000 m/z were 
selected and used in further analysis. Using the normalized intensities the first plots were 
obtained (figure 10).  
 
Figure 10 - Line plot (A) and radial plot (B) of the normalized intensities for each m/z. 
 
In the first plot (A), a simple line plot for the three bacterial samples, already 
shows differences between the different strains. In figure 10-B, a radial plot was made, 
which enhances the visualization of the differences between the three species. 
Looking at the plots in figure 10 it is possible to observe that the samples spectra 
have high intensity peaks at different m/z values. In order to further distinguish those 
peaks, the lower intensity values of each sample were temporarily removed. To perform 
this, different percentile values were computed: 0.10, 0.50 and 0.90. A percentile is the 
value of intensity below which a certain percentage of the data can be found. For example, 
a 0.10 percentile should be the intensity value at which every intensity lower than that 
corresponds to the first 10% of the data. This concept is usefull in the treatment of 
MALDI-TOF data, by calculating a certain percentile and removing all the values below 
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that. Since the lower intensity values are removed plotting the resulting data highlights 
the higher intensity peaks for the three samples. The results of these plots can be seen on 
figures 11 (for 0.10 percentile), 12 (for 0.50 percentile) and 13 (for 0.90 percentile). 
 
 
Figure 11 –Line plot (A) and radial plot (B) of the normalized intensities for each m/z 
removing the values below the 0.10 percentile. 
 
 
Figure 12 - Line plot (A) and radial plot (B) of the normalized intensities for each m/z 




Figure 13 - Line plot (A) and radial plot (B) of the normalized intensities for each m/z 
removing the values below the 0.90 percentile. 
 
The histogram analysis (distribution of intensity values) of each sample, leads to 
a better understanding if: i) the sample have a good amount of significant peaks; ii) the 
data is more comprised in the lower intensity values (which are harder to distinguish 
between the samples); iii) it has the possibility of being a discrimination factor. Besides 
the simple plot of the histograms (figure 14-A), it is possible to plot the cumulative 
histogram (figure 14-B) which provides us an easier way to analyse the distribution of the 
intensity values. 
 
Figure 14 – Histograms (A) and Cumulative density distribuction function (B) of the 
intensity values for the three samples. 
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 As observed in the line and radial plots, removing part of the data highlights the 
differences between the three different samples. Thus, percentile values were used: 0.10, 
0.50 and 0.90 to build the plots depicted in figure 15. 
 
Figure 15 - Histograms of the intensity values of the three samples removing the values 
below 0.10 (A), 0.50 (B) and 0.90 (C) percentile. 
 
 Looking at the plots, it is possible to observe that the removal of an higher amount 
of the data enables the distinction between the different strains with lower overlaping, 
especially with the removal of the values that are below the 0.90 percentile. However, the 
frequency of the higher intensity values are still relatevely lower and harder to distinct 
between the different strains.  
One of the problems that may arise when comparing the mass profiles of bacteria 
is caused by the alignment of the peaks made by the mass spectrometer, which often 
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causes the intensity peaks to appear deviated by a few m/z units. To avoid this problem a 
different approach can be performed using buckets of data, instead of using every 
intensity value. This approach consists of defining the range of buckets, which in this case 
a range of 750 values was selected, and assigning the intensity value for each bucket, 
which corresponds to the sum of all the individual intensities in that bucket. With this 
approach, the possibility of errors generated by the alignment of the intensities to the same 
m/z is reduced. The exact value of the m/z for each intensity is no longer relevant, since 
it is only required to know the sum value of the intensities for that range. In figure 16-A, 
the plot of this approach can be seen. While some buckets have a significantly higher 
value for a specific strain, it is still not easy to distinguish between the different strains. 
In order to enhance the differences between the different strains it is possible to apply the 
same treatment as before and remove intensity values below a certain percentile. The 
result of this can be seen on figure 16. 
 
Figure 16 - Plot of the bucket intensity values, for a range of 750 individual intensity 
values in each data bucket (A). The m/z value corresponds range centroid. 
On B, C and D intensity values below the 0.10, 0.50 and 0.90 percentile were 
removed from the spectra. 
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 Looking at these plots it is observable that removing data below 0.10 percentile 
highlights the differences between the different species. Moreover, removing the data 
below 0.50 percentile seems to help in the species distinction. However, when the data 
below 0.90 percentile was removed, a considerable amount of information is lost. Taking 
this into account, it seems that for this bucket size the optimum percentile to use is this 
time, 0.50 percentile, which is different than the previous plots, where better results were 
obtained using 0.90 percentile. This could be explained by the amount of information lost 
when combining the bucket approach and the removal of data below 0.90 percentile. 
 The last approach consisted of plotting the intensity values for two different strains 
against each other. If intensities were the same for two strains for the same m/z, the points 
would always appear along the diagonal line. This can be seen when a strain is plotted 
against itself, as shown in figure 17-A. To facilitate the analysis, the points were colored 
as a function of m/z ratio. The result of these plots can be seen in figure 17. 
 
Figure 17 – Scatter plots of the: E. coli – 163906 intensities vs. itself (A); E. coli – 163906 
intensities vs E. coli – 163962 (B); K. pneumoniae – 164092 intensities vs. 




Taking into account the results from this data pre-processing it is possible to 
conclude that the distinction of the bacteria based on their mass profiles has a high 
potential for the detection of markers that could help in the identification of unknown 
samples. Considering the results obtained, it was decided that the developed application 
would use a library-based approach (comparison of the unknown sample profile with the 
profiles of the database). In addition, the analysis of the different tests that were made 
showed that the comparison of full spectrum would provide the desired results for bacteria 
identification and that the removal of data below a certain threshold is a reliable tool for 
further distinguish the bacteria strains. With this in mind, an application was developed 
to accomplish the comparison of the mass profiles, offering the possibility to select a 
percentile value (threshold) from which it removes all the intensity values below that 
percentile. The metric selected for the comparison of spectra was the Pearson’s 
correlation coefficient which returns a score based on similarity of signals (vectors). 
  
3.3 Analysis of the bacteria samples 
Considering that the developed application will use a library-based approach, it 
was required the creation of a database containing the mass profiles of known bacteria. 
The samples used to obtain the mass profiles were provided by the local hospital. Using 
these samples 353 high quality spectra were collected. These spectra correspond to 
twenty-three different species of bacteria and fifty-six different strains. Besides the 
information of the species the hospital provided the information of whether these bacteria 
were producers of ESBL and if they presented MDR. These information for each bacteria, 
along with the number of each individual strain spectra is provided in table 6. 
 
Table 6 - Characteristics of the bacteria contained in the library based spectra database 
Lab. ID Species Gram ESBL MDR Nº Spectra 
519231 Acinetobacter baumannii Negative N Y 2 
533734 Acinetobacter baumannii Negative N N 4 
529317 Citrobacter feundii Negative N N 4 
550235-2 Citrobacter morganii Negative N Y 4 
519091 Enterobacter aerogenes Negative N N 8 
541243-1 Enterobacter clocae Negative N N 6 
153192 Enterococcus faecalis Positive N N 14 
182061 Enterococcus faecalis Positive N N 4 
312494 Enterococcus faecalis Positive N Y 13 
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Lab. ID Species Gram ESBL MDR Nº Spectra 
518903 Enterococcus faecalis Positive N N 10 
519025 Enterococcus faecalis Positive N N 13 
519214 Enterococcus faecalis Positive N N 3 
154216 Enterococcus faecium Positive N Y 13 
518480 Enterococcus faecium Positive N Y 12 
520117 Enterococcus faecium Positive N Y 11 
163906 Escherichia coli Negative Y Y 3 
163962 Escherichia coli Negative Y Y 1 
198249 Escherichia coli Negative N N 12 
552338-1 Escherichia coli Negative N N 6 
518971 Haemophilus influenza Negative N N 3 
343349 Haemophilus parainfluenzae Negative N N 4 
520726 Haemophilus parainfluenzae Negative N N 4 
150499 Klebsiella oxytoca Negative N N 1 
164092 Klebsiella pneumoniae Negative Y Y 3 
552007 Morganella morganii Negative N Y 6 
152505 Proteus mirabillis Negative N Y 3 
523996 Proteus mirabillis Negative N Y 2 
505814 Proteus vulgaris Negative N N 4 
190894 Providencia stuartii Negative N N 4 
543246 Providencia stuartii Negative N N 6 
197648 Pseudomonas aeruginosa Negative N N 12 
154700 Serratia liquefaciens Negative N N 1 
364827 Serratia marcescens Negative N N 4 
542200 Serratia marcescens Negative N N 8 
542731 Serratia marcescens Negative N N 4 
188547 Staphylococcus aureus Positive N Y 4 
189021 Staphylococcus aureus Positive N N 4 
517900 Staphylococcus aureus Positive N Y 14 
518247 Staphylococcus aureus Positive N Y 14 
532357 Staphylococcus aureus Positive N Y 5 
534055 Staphylococcus aureus Positive N Y 4 
534216 Staphylococcus aureus Positive N Y 4 
534422 Staphylococcus aureus Positive N Y 4 
534448 Staphylococcus aureus Positive N Y 4 
535259 Staphylococcus aureus Positive N Y 6 
537177 Staphylococcus aureus Positive N Y 4 
538157 Staphylococcus aureus Positive N Y 4 
538716 Staphylococcus aureus Positive N Y 4 
539446-1 Staphylococcus aureus Positive N Y 7 
539521 Staphylococcus aureus Positive N Y 4 
540057 Staphylococcus aureus Positive N Y 4 
540838 Staphylococcus aureus Positive N Y 4 
541860 Staphylococcus aureus Positive N N 12 




Positive N N 12 
157098 Streptococcus agalactiae Positive N N 8 
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While the hospital did not provided an identification to the strain level, each strain 
was identified by a different Lab. ID. Looking at the table it is possible to see some 
disparity related to the amount of collected spectra. This can be explained by the sample 
preparation on the hospital. Some of the samples were frozen prior to the protein 
extraction which resulted in spectra without the proper quality to be considered the mass 
profile of the corresponding bacteria; for those cases, the spectra were discarded. 
 
3.3.1 Pearson’s correlation coefficient of the entries of the built database 
Before comparing samples with the built library-based database, it is required a 
complete differentiation between the entries in the database. Thus, the Pearson’s 
correlation coefficient of the spectra for every possible pairs of strains was computed. In 
order to ensure the readability of the map, only the spectra of 26 samples were used. The 
results of this test are provided on figure 18. 
 
Figure 18 – Correlation coefficients map of the entries in the bacteria database. The 
correlations values are represented in a grayscale with a value of correlation 
equal to -1 (the minimun value possible, where there is an inverse 
correlation) corresponding to black and the value 1 (maximum correlation, 
totally overlap) corresponding to white. The table gives the corresponding 
bacteria to the x and y coordinates of the plot. 
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Looking at figure 18, it is possible to observe a considerable difference among all 
the entries in the database. A higher correlation is observed when the entries of database 
are closely related. For example the correlation of the third entry with entries eighteen, 
nineteen and twenty, which are all strains of Enterococcus faecalis. However, the 
correlation of the third entry against the eight entry, which corresponds to the correlation 
of a strain of Enterococcus faecalis and a strain of Escherichia coli, the color of the plot 
is close to black, which indicates an extremely low value of correlation. When the 
remaining data is compared, the same behavior is observed, closer entries have high 
correlation score, whereas lower correlation scores are obtained for non-related species. 
The results of this test show that the Pearson’s correlation provides a good measurement 
of similarities in mass profiles. Thus, it is expected that the comparison of a sample 
against the database should provide a correct identification of the bacteria when there is 
an entry on the database of the corresponding bacteria.  
 
3.3.2 Principal Components Analysis of the database 
A different analysis that can be done to the database to assess the variability of the 
spectra is the Principal Components Analysis (PCA). PCA is one of the most used tools 
in exploratory data analysis and can be described as a way of identifying/detect patterns 
in data and expressing that data to enhance the visualization of similarities and differences 
in a dataset. This is achieved by computing a number of principle components (PC) from 
the data and expressing the data as a function of those principal components (61). The 
plot of that data should show which samples are close to each other and which are 
different. 
A PCA was performed using the spectra obtained from the twenty-six of the 
collected samples. For this PCA only the first three principal components were used and 
to ensure the readability of the plots only twenty-six strains were used (the same samples 
used for the Pearson’s correlation coefficients map). The results of this PCA can be seen 




Figure 19 – Scores scatter plots: PC1 vs. PC2 (A); PC1 vs. PC3 (B); PC2 vs. PC3 (C); 
Loadings profile plot of the first three principal components (D). 
 
Looking at the results given by the PCA it is possible to observe a differentiation 
for the different strains. While in some of the plots some strains overlap (showing no 
differences), looking at the other plots of the projected into other principal components it 
is possible to observe that they no longer overlap, which shows that the strains have 
characteristic mass profiles. The results also shows that the most overlapping strains 
correspond to strains of the same species, for example, the strains of Enterococcus 
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faecalis, which is expected considering how closely related they are. However, it should 
be possible to enhance the differentiation by using a higher number of principal 
components. 
PCA can also be used to confirm identifications given by the library-based 
approaches. By analyzing the PCA loadings it is possible to observe which m/z ratios 
have a higher contribution on the samples differentiation. Considering the spectra were 
acquired from protein extracts of bacterial samples, those m/z ratios should correspond to 
specific proteins which could be characteristic of certain strains and thus could be used 
to confirm one identification. For example, looking at figure 19-B it is possible to see that 
the strain Escherichia coli – 198249 is clearly separated in the negative quadrant of PC1 
and PC3. This should mean that the proteins causing the distinction of this strain should 
correspond to overlapping negative peaks of the loadings of PC1 and PC2. A closer look 
to the loadings (figure 20) reveal a negative peak in the range of 7268 to 7273 m/z. 
 
 
Figure 20 – Loadings profile of three PCs, in the m/z range of 6600 to 8200 m/z. 
 
A search on UniprotKB database, a protein database, using the species 
Escherichia coli and the term ribosomal as the query of the search, reveals that there is a 
candidate protein with a mass of 7273 Da which should correspond to the negative peak 
of the loadings of PC1 and PC3. This protein is the ribosomal protein rpmC, 50S 
ribosomal protein L29 and is identified as being a protein that several strains of 
Escherichia coli produce. This type of analysis could be used to confirm possible 
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identifications by searching if the peaks responsible for the differentiation correspond to 
proteins produced by the strain proposed as the correct identification. 
 
3.4 Bacteria Identification using the developed application 
After the analysis of the collected bacterial samples and the analysis of the 
possible spectra treatment to enhance the differentiation of different bacteria profiles, 
development of the biotyping application started. The programming language selected 
was Python 2.7 and it was decided that the application would use a library-based 
approach. For the graphic user interface the framework selected was the Kivy framework. 
Using Python along with Kivy allows the application to run on every operative system, 
including mobile operative systems, such as Android and iOS. The method used for the 
identification of unknown samples is based on the Pearson’s correlation coefficient, 
which indicates the similarity between two datasets. 
The profile of an unknown sample is compared with every entry in the database 
and the hit with the higher correlation value should correspond to the correct species, in 
the case it is contained in the database. If the database does not contain an entry of the 
corresponding bacteria the correlation score should be low enough to be discarded 
without any doubt. With the application finished, the analysis of the results given by our 
application was performed. 
 
3.4.1 General presentation of the developed application 
A major component of this work was the development of the application and 
algorithms for the identification of the bacteria species. The initial screen of the developed 




Figure 21 - Initial screen of the application, showing the table results and analysis 
options. 
 
The application has a file loading option to load the sample mass spectrometry 
data, with the type of file used corresponding to the text file given by MALDI-TOF. The 
file should contain a column containing the m/z values and another column corresponding 
to the intensity values of those m/z values. An example can be seen on figure 22. The 
application is also prepared to load more than one file in case of replicas. 
 
 
Figure 22 - Example of the file used as input in the application. 
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The application also contains a function to filter the database based on meta-data 
provided: Gram of bacteria, Multi-Drug Resistance and if they are producters of 
Extended-Spectrum Beta-Lactamases. The identification test button compares the sample 
data with the data contained in the database, giving a score (corresponding to the 
Pearson’s correlation coefficient) for each entry of the database. The top five hits (entries 
of the database with top 5 scores) of this test are shown in a table on the screen. With the 
test finished, the application provides options to show the plot of both sample and 
corresponding hit and also has a button to open an internet browser page of the 
corresponding bacteria at NCBI page. An example of the screen with a finished test and 
the plot of the sample with one of the hits can be seen on figure 23. 
 
 
Figure 23 - Example of the screen after a finished test and the plot of the mass spectrum 
of the sample and the second hit. 
 
 Another option in application is data filter based on a percentile value. This option 
serves the purpose of removing all values below a given percentile value. Thus, the noise 
values of both samples and database entries are removed and only the higher intensity 
peaks are compared. While for the most part comparison of whole spectra is the ideal 
procedure, the isolation of higher intensity peaks can be useful to enhance the 




3.4.2 Test using a sample that is already in the database 
The first test using the developed application consisted of testing the results using 
entries of the database as the “unknown” samples. Considering the previous results this 
should return a correlation score of 1 to the corresponding species. To perform this test 
three different species were selected, one Escherichia coli, one Klebsiella pneumoniae 
and one Enterococcus faecium. The results of these tests can be seen on figure 24. 
 
 
Figure 24 - Results given by the application when loading the entry of the database 
Escherichia coli – 163962 (A), Klebsiella pneumoniae – 164092 (B) and 
Enterococcus faecium  – 154216 (C)  as the sample. 
 
The results seen in the figure 24-A shows that the application is working as 
expected. The entry of the database loaded as the sample returns a score of 1.0, which 
corresponds to a perfect overlap of the values. However, looking at the rest of hits it is 
possible to see that other two strains of Escherichia coli contained in the database are also 
given as positive identifications. However, the scores for other hits are considerable lower 
than what would be expected for a positive identification, considering how closely related 
they are in terms of taxonomy. 
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Analyzing results of the figure24-B it shows that the application returned a score 
of 1.0 to the entry of database loaded as the sample. The second hit corresponds to a 
different species. However the score of this hit could be considered high enough to rise 
some doubts about the proper the identification. This could possibly be resolved by the 
utilization of percentile filter as seen later on this work. 
The figure 24-C shows results when it was loaded one of the strains of 
Enterococcus faecium contained in database. Once again the corresponding entry has a 
score of 1.0. Looking at the other hits it is observable that hit #2 and hit #3 have values 
close to 1.0 and since they correspond to different strains of same species as the loaded 
entry these values are acceptable. However, if the loaded data did not correspond to any 
entry of database it might be needed higher differentiation. This could possibly be 
achieved by using the percentile filter option as shown later on this work. Looking at the 
other hits, #4 and #5, it is possible to see high correlation values (0.712 and 0.683) which 
corresponds to bacteria of the same genus. Considering these bacteria are closely related 
to the loaded entry, the scores obtained are in accordance to what was expected. 
The results obtained in this test show that the developed application is capable of 
identifying matches between sample and entries of database. Considering that entries of 
database were used as testing samples, the first hit always corresponded to the correct 
identification with a score of 1.0 (maximum score possible). However looking at the other 
hits it shows that application is also capable of identifying other strains of the same 
species. So when database does not contain any entry of same strain as the sample, it 
should be able to achieve a reliable identification to species-level. 
 
3.4.3 Blind test using a sample with an entry of the database corresponding to 
the same strain 
The next test performed consisted of using samples that had entries on database 
of the same strain. In order to do this test, few biological replicas of some entries on 
database were removed and used as sample to test. Then, it was evaluated if results given 
were the correct bacteria identification. This procedure is important to ensure that the 
application gives a confident identification. The samples consisted of three different 
strains of bacteria: one of Enterococcus faecalis - 153192, one of Pseudomonas 
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aeruginosa - 197648 and one of Staphylococcus epidermis - 198003. The results of this 
test can be seen in the figure 25. 
 
 
Figure 25 - Results given by the application when removing a biological replica of the 
database of Enterococcus faecalis – 153192 (A), Pseudomonas aeruginosa 
- 197648 (B) and Staphylococcus epidermis – 198003 (C) and loading it as 
the sample. 
 
The figure 25-A corresponds to the test when the loaded sample was Enterococcus 
faecalis – 153192. Looking at the given results it is possible to observe that hit #1 
corresponds to the loaded sample with a score of 0.972. The rest of hits correspond to 
four other strains of Enterococcus faecalis contained in database. The scores for these 
hits are comprised between 0.888 and 0.814 which are lower than the score given to the 
correct strain. This indicates that even with closely related samples, as in this case, the 
application should be able to differentiate strains of same species. However, in case of 
the corresponding strain was not comprised in database it should be able to identify the 
bacteria to the species level if there is an entry of the same species in the database. 
The figure 25-B corresponds to the results for the test using Pseudomonas 
aeruginosa - 197648 as the loaded sample. The hit #1 corresponded to the correct 
identification with a score of 0.987. Looking at the other hits it is possible to see that the 
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score for the first hit is considerable higher than the others, with hit #2 having a value of 
0.769. Analyzing the entries in database, it is possible to see that there are no other entries 
of the same strain, species or even genus. This should explain the lower values of hits #2 
to #5. These results indicates that the algorithm used to compare the sample with the 
database entries provide accurate results with a low rate of false positives. 
The test shown on figure 25-C was made using one of the biological replicas of 
Staphylococcus epidermis – 198003. Once again, the score obtained for hit #1 is close to 
1, which corresponds to the correct identification. The scores for the rest of the hits were 
all below 0.751 which usually is not considered high enough to provide a reliable 
identification. Looking at the identification proposed on hit #3 and #5 it is observable that 
they correspond to bacteria of the same genus: Staphylococcus haemolyticus and 
Staphylococcus aureus, respectively. However, scores for these hits are low enough to be 
discarded. 
The results of this test indicate that when there is an entry of the database of the 
same strain of the sample, the application should be able to achieve a correct 
identification. In the three examples shown in the figure 25 the correct identification had 
scores of at least 0.972, while the rest of the hits had considerable lower values with the 
exception being made to the case of Enterococcus faecalis. However these scores can be 
explained by the existence of entries in the database of different strains of the same 
species as our testing sample. 
 
3.4.4 Blind test using a sample with no entry on the database corresponding to 
the same strain 
The last test performed consisted of testing the application using a sample with no 
entry on the database corresponding to the sample strain. The goal of this test is to verify 
if the application is capable of providing an identification to the species level, even in the 
case the database does not contain an entry of the same strain. Also, this test should 
provide some insight in case of absence of one entry in database of the same species, the 
scores are low enough to the hits be discarded as possible identifications. For this test the 
removed samples from the database were a strain of Klebsiella oxytoca, a strain of 
Serratia liquefaciens and a strain of Enterococcus faecalis. The results of this test can be 




Figure 26 - Results given by the application when using Klebsiella oxytoca – 150499 
(A), Serratia liquefaciens - 154700 (B) and Enterococcus faecalis - 153192 
(C) as our sample without having an entry on the database of the same strain. 
 
Looking at figure 26-A it is possible to see the results given by the developed 
application when Klebsiella oxytoca – 150499 is the loaded sample without having an 
entry of the database corresponding to this strain. All of the five hits given by the 
application have considerable low scores which are not enough to be considered as 
possible identifications. Considering that there is no entry of the database for the same 
strain or even for the same species, these results correspond to what was expected. 
When Serratia liquefaciens – 154700 was used as the sample (figure 26-B) the 
scores obtained were higher than when used Klebsiella oxytoca – 150499. However, with 
the exception of the first hit, they are low enough to be discarded as possible 
identifications. The hit #1 has a score value of 0.821 and while it’s considerable lower to 
the scores obtained for correct identifications it could raise some doubts to the user. In 
this case the usage of the percentile filter could probably help to enhance the results and 
show more clearly that Proteus mirabillis was not the correct identification. 
The last sample used for this test was Enterococcus faecalis – 153192 (Figure 26-
C). In this case, the hits #1 to #4 corresponded to bacteria of the same species of the 
sample, with score ranging from 0.924 (hit #1) to 0.892 (hit #4). Hit #5 was a bacteria of 
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the same genus as the sample, however the score value (0.604) was lower than the scores 
obtained for the correct species. 
The results obtained in this test seem to indicate that when the database does not 
contain an entry of the same species, the score values are low enough to be discarded 
which should lower the rate of providing false positive results. However, when the 
database contains entries of the same species, the top hits correspond to strains of the 
same species of the sample. With this, it should be possible to achieve an identification 
to the species level even if the database does not contain an entry of the same strain as the 
sample. 
 
3.4.5 Usage of a percentile value to enhance the results 
The developed application works by comparing the full spectra of the sample 
against a database containing spectra of different bacteria. As seen in prior tests, this 
approach is usually able to successfully identify the bacterial sample to the species level 
and even to the strain level. However, sometimes the obtained scores of different hits are 
close enough to raise doubts on what would be the correct identification, so an option to 
enhance the results could be necessary. To fulfill this need the application contains an 
option to filter the mass spectrometry data based on a percentile value selected by the 
user. This works by calculating the intensity value corresponding to the selected 
percentile and removing the data below that percentile. Doing this removes the lower 
values of intensities, which results in an isolation of the higher intensity peaks. This is 
often useful to obtain a more reliable identification. An example of the usage of the 





Figure 27 - Example of the usage of the percentile filter option with 0.90 percentile, when 
using Serratia liquefaciens - 154700 as our sample without having an entry 
on the database of the same strain and the comparison with no filter. 
 
Looking at figure 27 it is possible to see that without any percentile filter, the 
application returns a score that could raise doubts about it being the correct identification. 
While the sample used corresponded to Serratia liquefaciens – 154700, the application 
gave a score of 0.821 to Proteus mirabillis – 152505. However with the use of the 
percentile filter option, the score value for that hit gets lower (0.569) which is lower 
enough to be discarded as a possible identification. Also, looking at the plots it is possible 
to observe that after the percentile filter, the sample and hit #1 have many different high 
intensity peaks, which confirms that Proteus mirabillis does not correspond to the correct 
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identification. This option could also help when the application returns two scores with 
close values. In this case it is expected that the usage of this option will keep the correct 
hit score close to the original score and lower the score of the incorrect hit. An example 
of this can be seen on figure 28. 
 
 
Figure 28 - Example of the usage of the percentile filter option with 0.90 percentile, when 
using Enterococcus faecium - 154216 as our sample and the comparison with 
no filter. The plots correspond to the sample and hit #2 to show how 
percentile filter enhances the results. 
 
In this case, using one of the biological replicas of Enterococcus faecium – 154216 
with no percentile filter the application gives three strains of Enterococcus faecium as the 
first three hits. While the score for the correct hit is higher than the scores of hit #2 and 
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#3, the identification of the correct strain could raise some questions. However, using a 
0.90 percentile the score for the correct strain maintains the score value, while the hit #2 
and #3 scores are lower, which indicates that the hit #1 correspond to correct strain. This 
can be explained by looking at the plots, which correspond to the sample versus hit #2. 
When applying the percentile filter the higher intensity peaks are isolated, resulting in a 
lower correlation between the sample and the incorrect hits. These results show that this 
option can be used to avoid possible false possible and to provide a more accurate result. 
 
3.4.6 Usage of collected meta-data to enhance the results 
Another option the developed application provides is the filter of the database 
using the meta-data provided by the hospital. By doing this the chances of getting 
incorrect identifications should be lower. The meta-data provided by the hospital 
consisted on the Gram of the bacteria, if the bacteria showed MDR and if the bacteria was 
producer of ESBL. An example of the usage of the data-filter option can be seen on figure 
29. 
 
Figure 29 - Example of the usage of the database filter option, showing the results of an 
identification test without the database filter (A) and after filtering the 
database to contain only Gram-positive bacteria (B). 
 
Looking at the figure 29 it is possible to see that on the first test (A), without the 
database filter, the hit #3 corresponds to a strain of Proteus mirabillis, a Gram-negative 
bacteria, which is not possible since the sample used was a strain of Staphylococcus 
epidermis, a Gram-positive bacteria. Applying the database filter, all the possible 
identifications correspond to Gram-positive bacteria. In this specific case, the application 
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returned a score of 1.0 so it is certain that the hit #1 was the correct identification. 
However, there might be cases of having closer score values for hit #1 and #2, which 
could lead to doubts on what was the correct identification. If those hits had different 
meta-data filtering the database with the meta-data corresponding to the sample would 
eliminate the incorrect identification and allowing a reliable identification of our sample. 
This function of the application, along with the percentile filter, should provide the user 
with the needed tools to enhance the results given by the application and achieve a reliable 
identification. 
 
3.4.7 Evaluation of the obtained results 
Using the developed application it was possible to properly identify bacterial 
samples based on their mass spectra. The results obtained so far showed that the algorithm 
used seems to properly identify bacteria at the strain-level if the database contains an 
entry of the same strains as the sample. In this case the score should be a value in the 
interval of 0.95 to 1.0. If database does not contain any entry for the same strain but 
contains one entry of the same species, it should be able to achieve an identification to 
the species level, with the scores value ranging from 0.90 to 0.95. However a few 
considerations should be taken. In order to evaluate the effectiveness of the application a 
larger database is required along with a larger pool of samples. While the results obtained 
until now are promising, further tests should be performed. 
When comparing results obtained with this application with those already 
available alternatives some points can be highlighted: during these tests, the developed 
application seem to return scores low enough to be discarded as possible identifications 
when there are no entries on database corresponding to the same species. This should 
result in a minimal rate of false-positives. Another drawback is related to the 
identification of Gram-positive bacteria, showing a lower rate of correct identification 
when compared to the rate of correct identifications of Gram-negative bacteria. However, 
the current application was able to correctly identify both Gram-positive and Gram-
negative bacteria without encountering any incorrect identification. 
The current application also offers the user some options to enhance the results 
and achieve a reliable identification. Both the use of percentile filter and meta-data filter 
seems to enhance the differentiation of correct identification and the other given hits. 
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These options should allow the user to be able to identify a bacterial sample even when 
the initial scores raise some doubts. A possible addition to the application could be the 
matching of the higher intensity peaks to known proteins of the proposed bacteria 









During this work, the extraction of protein fraction of bacterial samples was 
successful along with the acquisition of mass profiles for those bacteria using MALDI-
TOF mass spectrometry. With those profiles a database was created with the purpose of 
comparing it with unknown samples to provide a correct bacteria identification. For this 
process a proposed application was developed with an algorithm to compare the mass 
spectrometry data of the unknown samples with the data contained in our database. 
Using developed application, the identification of bacterial samples based on their 
mass profiles has clearly show its high potential. The identification can be made to the 
strain level if the database contains one entry for the same strain as sample. In the case 
the database does not contain an entry of the same species of the sample the scores should 
be low enough to consider that it was not possible to achieve a reliable identification. This 
should be enough to avoid false-positive results, which may provide incorrect 
identifications. Another problem with the current alternatives is the identification of 
Gram-positive bacteria, having a lower rate of success when compared to the 
identification of Gram-negative bacteria. The developed application showed the same 
results for both Gram-positive and Gram-negative bacteria. 
In the future, more samples should be added to database to allow identification of 
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